MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT

Complete this reporl in duplicate at the time of the regular monthly preventive maintenance check, and whenever instrument
is repaired. Send copy to Department of Health; retain original in depariment file,

DATAMASTER S i DATE OFVINSPECTION
204191 Inventory #1273 11 O5-2L - 09
LOCATION OF INSTRUIENT (STHEET AND CITY) TIME OF INSPEGTION
Newton County Jail, Neosho, MO 0737

CHECKLIST; Place a check {v} to the ieft of each item H found to be salisfactory or if operating within established limits. {Write
in observed values where delermined.) Unchecked items musi be corrected before using ihstrument.

EB/DEAGNOSTEC CHECK {PRINTOUT ATTACHED)

W compuTeR Y DETECTOR

(PROGRAM - [@FwTers

(W HeATERS SAMPLE cHAMBER ST« »c ("QUARTZ STANDARD

(¥ FLow DETECTOR % CALIBRATION ;' ,
(4 PUMP HIGH SPEED ' [ FRINTER

X INDICATOR LIGHTS

4 TiME AND DATE

[ SIMULATOR TEMPERATURE (84°C202°C) B[ 9C

(¥ CALIBRATION GHECK -

Run three tests using a standard solution. All three tesis must be within + 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding to the standard solullon being used. {PRINTOQUT ATTACHED} (USE
RECIRCULATION PUMP) ‘

0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
O3 0.640% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD i5 TO BE USED PER MAINTENANCE REPORT}

TEST1 W 098 % ITEST2 - L0999% lTESTS 0%

[jz/PERFOHM R.F.LL TEST (PRINTOUT ATTACHED)

MUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND'NUMBEH.O.F BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS) )

{.05-,08) 2 l(.w—.M) Cf lms—.:g) 7 I{Over.w) 5

List any new parls and describe any alteration or modification that was made to resiore the instrument to operate salistactorily
and within eslablished limits (use other side if necessary)

THIS THSTRUMFAT s  OFFRFTING WEITHEA 0 D04 RULEs  Add
REGULATTONVS,
Manufacturer:  Guth Laboratories, Inc.

Lot#: 08340 ~ Bottle#: j¢7/

bxplration Dater J‘O - [S » Or_'v

REFUSALS If | {0-.04} {

INSPECTING OFFICER

SIGNATURE PRINT NAME

> L O Ol w9 Tpr. C. C. Clark, #149
TYPE IFPERMIT NUMBERIEXPIRATION DATE TELEPHONE NUMBER
920072, 04/21/2011 (417) 895-6868

O 560-1468 (9-94} AN EDQUAL OPPORTUNITYAAFFIRMATIVE AGTION EHPLOYER Lab.-118
servdes priviod On A ngrdikeniminalory bass



®
&I& GUTH LABORATORIES, INC.

5§50 NORTH 67th STREET o HARRISBURG, PA 17111-4511 ® TELEPHONE: 717-564-5470

¥

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 03340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is October 15,2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.10 percent BAC,

The alcohrl and water used in this solution were

free of test interfering substances.

6_"'—:/

" Ted L. Pauley, President
GUTH LABORATORIES, INC.



Face This Side Down — This Edge In First

BAC DataMaster
Evidence Ticket

MISEOURI STRTE HIGHWAY
BAC DATAMASTER SERIAL HUMBER 28419
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Printed on recycled paper with agri-based inks

CMSU 2208-62
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Face This Side Down - T'his Edge In First

BAC DataMaster
Evidence Ticket

MISSOURT ZTATE HIGHWAY PATROL

BAC DATAMASTER SERIAL MUMBER 284131

5 DR = Pt i

TESTIHG OFFICER:
LLARK-THADAC

OFFICER [.D.: 1449

PERMIT MUMBER: 2P3872

EXPIRATION DATE: Ad4-21-11

MISCELLAMEQUS TRTA:
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BLAMK TEST - B
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Printed on recycled paper with agri-based inks

CMSU 2208-02
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Face This Side Down — This Edge In First

BAC DataMaster
Evidence Ticket

MIZEOURT TTATE HIGHWAY PATROL

BAC DATAMASTER =ERIAL HUMBER 284191

B3 28 533
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DoE: #i-sai-al SEM: W
STATE-D. L. = MO~
ARRERTIMG OFFICER:
CLARKACHRDAT
OFFICER I.D.: 14%
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OFFICER I.L.: 149
PERMIT MUMBER: 220872
EXPIRATION DATE: BEdr21-11
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RFI TEET
——— RBREATH AMALYEIE ---
L“__N.ELHHH TEST « G
(HTERMHAL ETARDARD YERIFIED
SUBJECT ZAMPLE - HEE

RADIO IMTERFEREHWCE

il

W35G

Ha:

o i
B B3

Operator Signamregj C)K % Y=/ 4‘?

Printed on recycled paper with agri-based inks

CMSU 2208-02



State of Missouri
DEPARTMENT OF HEALTH

PER MIT
TYPE Il

C.C. CLARK

is hereby authorized to Instruct and supervise operators, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of explred (alveolar)
air, Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

Poln ¥ Vilathuwsont

bate _04/21/09
Director of State Public Health Laboratory

920072
Numbar : -
04/21/2011 ’44%;;@”#’“ 4%%“73%?

Explres

Director, Department of Health

MO 580-0771 (7-88) Lab. 4 (R7-88)



